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ABSTRACT 


The report describes the development of a blotclemetry system that is 
hermetically sealed within a total hip replacement implant. This task was 
performed through a cooperative effort between JPL and the Biomechanics 
Section of the Division of Orthopedic Surgery at UCLA. The telemetry 
system transmits six channels of stress data in order to reconstruct the 
major forces activTg on the neck of the prosthesis and uses an induction 
power coupling technique to eliminate the need for internal batteries. 

The report discusses the activities associated with the telemetry micro- 
miniaturization, data recovery console, hardware fabrications, power 
induction systems, electrical and mechanical testing and hermetic sealing 
test results. 
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INTRODUCTION AND BACKGROUND 


Over 100,000 total hip-replacement operations are performed a year in the 
U.S.A. X-ray evidence of femoral component looseness has been noted to be 
in excess of 20 percent in published series from the Mayo Clinic (1) in 1978 
and UCLA in 1979 (2). It has been reported that failures occurred due to 
prosthetic loosening with subsidence in up to 24 percent of patients in as 
little as seven years, and a failure-rate of 54 percent after only five 
years in patients under thirty years of age. Femoral component stem breakage 
has been reported to vary from .23 to 8 percent. These numbers are expected 
to escalate as totrl hips are implanted into Increasing numbers of younger 
active patients who have expectations of increased performance over their 
diseased joints. Mechanical complications of implant breakage, cement 
fracture, skeletal loosening and component wear are directly related to the 
transmission of force across the joint. 

In 1977 under a Caltech Fresident’s Fund Grant, JPL in cooperation with the 
Biomechanics Section of the Division of Orthopedic Surgery at UCLA began the 
development of a prototype biotelemetry package to be sealed within a total 
hip replacement Implant. The objectives were to develop and demonstrate 
feasibility of a microminiature telemetry package suitable for installation 
within a 38 mm ball of a hip replacement prosthesis. A paper describing this 
task and entitled "Bioteleraetry from a Total Hip Replacement Prosthesis” was 
published in Biotelemetry IV 1978 and is given in Appendix A. Upon completing 
the objectives of the President's Fund Grant, this development effort was 
continued under NASA sponsorship in FY 1978 to; 1) complete a more detailed 
design of the telemetry electronics, 2) develop the hermetic sealing procedures, 
3) design power induction and data recovery systems and 4) demonstrate a fully 
instrumented and sealed prosthesis with a 35 ram ball diameter. 

This report discusses the activities associated with the telemetry 
microminiaturization, data recovery console, hardware fabrications, power 
induction system, electrical and mechanical testing and hermetic sealing 
test results. 

Figure 1 shows different types of hardware fabricated during this program. 

Table 1 details their configurations and the types of tests performed on each 
unit. As shown, the Engineering Model has undergone all operations except 
hermetic sealing. 

Load tests of the Engineering Model prosthesis indicate the recovered 
telemetered strain data can reproduce the load vectors with an uncertainty 
of less than 9%. Power Induction system tests with the Engineering Model 
implanted in a cadaver leg showed adequate power transfer with sufficient 
margin. RF transmission tests in a simulated implant configuration Indicate 
expected clinical data signal to noise ratio will be 39 dB which corresjwnds 
to a noise corruption error of 1.2%. 

As of the date of this report the two final models being built under this 
effort are in process and are 50% complete. These models, the prototype and 
proof test model, both with the final prosthesis form are fully instrumented 
with one hermetically sealed. 
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A UCLA grant application to NIH for follow-on sponaorship of this progrwi 
has been submitted and is pending NIH approval* The objective of the NIH 
phase will be to complete human-use and reliability efforts to gain human- 
use acceptance and satisfy requirements for the clinical environment* The 
continued effort between UCLA and JPL la leading to eventual implantation of 
the telemetry system to allow for the in-vivo measurements of loading of 
the prosthesis for a variety of patient activities* 


SYSTEM DESCRIPTION 

The biotelemetry system is described in pages 22 and 23 of the NIH Grant 
Application (Appendix B) , while a block diagram and a pictorial view of the 
prosthesis showing system elements are in Figures 1 and 2, respectively of 
the same document. The telemetry and power induction concepts were initially 
developed at UCLA by research assistants C. K. Tham (3), W. K. Buklen (4) 
and T. Norwicki (5) under the direction of Dr» K. L* Markoff of the Ortho- 
pedic Surgery Division and Professor J. Willis of the School of Engineering. 
The system design is similar to that suggested by Carlson (6) in that it 
utilizes a time multiplexed PAM/FM telemetry format and an external power 
induction source. 

The conceptual circuits were further developed at JPL under NASA sponsorship 
beginning in FY 1978. Major activities included; 1) microminiaturization 
of the electronics to fit within the prosthesis shell using planetary space- 
craft technology, 2) redesign of the power induction system for stability 
and Improved power transfer efficiency, 3) development of strain gauging 
techniques, 4) development of methods of testing, 5) development of methods 
of proving reliability and 6) design and assembly of a data recovery system. 

A description of the system elements, problems encountered and their solutions 
as well as test results are given below. 


TELEMETRY SYSTEM 

The telemetry system consists of 1) a 10 channel time-based multiplexer 
submodule, 2) a pulse amplitude modulated FM (PAM/FM) transmitter submodule 
and 3) a stem wound power induction secondary coil and FM antenna. A detailed 
description of the telemetry electronics is given in Appendix B page 23. The 
oiily problems associated with the telemetry design were imbalance in the 
multiplex sequencer output levels and excessive DC power required in the 
voltage regulator circuitry. The sequencer output Imbalances were corrected 
by adding a balance resistor between strain gauge pairs in each of the data 
channel outputs. DC power required for the regulator was reduced 50% by 
utilizing a more recently designed, more efficient regulator chip. Typical 
system electrical performance parameters are listed in Table 2, 


POWER INDUCTION SYSTEM 

The power induction system is designed to eliminate the need for internal 
batteries. The system consists of a pair of loosely coupled colls. The 
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primary is worn around the patient’s thigh and is powered hy a 250 kH* portable 
oscillator worn around the waist. The teflon coated gold wire £.<econdary coil 
is located at the prosthesis tip. A further description of the power induction 
system is given in Appendix B page 24. Problems encountered with the power 
induction system development include frequency stability and poor power 
transfer efficiency, ifie original design used a single stage power oscillator 
with no isolation between the oscillator and induction coil. Tests show 
that frequency stability can be greatly Improved through the use of a 3" 
stage unit consisting of an oscillator, buffer and power amplifier. The power 
amplifier circuit design has been completed. The power transfer problem was 
wived by a redesign of the external induction coil and by decoupling the 
Internal secondary coll from the prosthesis stem with a dielectric layer. A 
further discussion with teat results is given in Appendix C pages 4 and 5. 


STRAIN GAUGE SENSORS 

Semiconductor strain gauges were selected for this telemetry system because 
of their high sensitivity to strain, small size and low power consumption. 
Problems encountered with the gauging include the gauge placement, carrier 
size and shape and gauge temperature coefficient. Improper placement of 
the strain gauges resulted in erroneous readings. The strain gauge carrier 
size and shape was not consistei t between parts, which made accurate gauge 
placement difficult. The manufacturer was consulted and closer tolerances 
were specified. In addition, the I.D. of the neck was broached flat to the 
width of the gauge carriers in the eight equally spaced gauge locations to 
facilitate accurate, placement. A description of gauge location is given in 
Appendix G page 5. 

The temperature coefficient problem was minimized by adding a dummy gauge, 
mechanically isolated from the neck but in close proximity to the active 
gauges, to the bridge network to compensate for temperature variations. 


MECHANICAL LOADING/ STRESS MEASUREMENTS 

It is of prime importance to assure that overall telemetry system sensitivities 
along with measurement resolution and accuracies will be sufficient to meet 
clinical data recovery requirements. Static stress tests at JPL of*a mechanical 
model prosthesis ball and neck region complete with strain gauges and a telemetry 
assembly have shown that load components can be reconstructed from telemetered 
output data with an uncertainty of less than 9 percent. 

The problems of the mechanical loading and stress measurements were attributed 
to the strain gauges and are covered in the strain gauge explanationr However, 
near the conclusion of the planned series of static stress tests on the develop- 
ment model prosthesis, the force controller exceeded preset limits with the 
unit in the 90’ tilt position. The maximum force applied before control was 
restored reached 5100 lb (1313 kg) and resulted in a permanent deflection of 
the ball and neck region of 3.5 degrees from the original axis of symmetry. 

This "test", therefore, established a measure of the factor of safety in the 
mechanical design. For more detail see Appendix B pages 23 and 24. 
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VIBRATION TESTING 


The EM prosthesle haa undergone sinuBoidal vibration from 5 to 22 Hz at 0.4 
inch double amplitude and from 22 Hz to 2 kHz at 10 G peak. The ayatem waa 
monitored during testing and maintained its integrity, both Kcchanically and 
electrically. There were no problems encountered during or after this teat. 


SEALING TESTS 


Since the prosthesis shell repraeents the primary barrier between the 
recipient's tissue and body fluids and the Internal electronic components, 
considerable design effort has been expended to insure chat it (1) can be 
completely sealed with minimal effect on the internal electronics, (2) has 
sufficient strength not to break, and (3) can be tested after assembly. 
Electron Beam (E-beara) welding was chosen as the best sealing method that 
satisfies all the above requirements. 


One of the main concerns of this welding process is the effect of heat 
produced by Che electron beam on the internal electronic components. Another 
concern is the seal Itsel*! How well it prevents fluids from entering the 
prosthesis. To assess temperature effects on the internal electronics, 
several sample prosthesss were instrumented for internal temperature profiles 
near the weld joint during sealing operations. It was determined that during 
sealing, temperatures beyond 0.125 in. (0*32 cm) from the joint did not 
exceed 121‘’C (394 K) which is well within the manufacturer's ratings for all 
components used. The temperature at the sensitive semiconductor strain gauge 
locations is not expected to exceed 50°C (323 K.) during the processing, which 
is well below the manufacturer's maximum operating temperature of 175"C (448 
K) . A prosthesis with a telemetry assembly installed was then sealed to 
assess the effects of sealing on the telemetry functions. A comparison of 
measurements before and after sealing showed the welding operation had no 
effect on the telemetry electronics. For more information see Appendix B 
page 25. 


SIMULATED IMPLANT TESTS 

Two separate tests of the Engineering Model prosthesis; 1) Implanted in a 
fresh cadaver leg and 2) suspended in a 4 liter water bath were performed to 
assess the functional performanc? of the telemetry electronics in a simulated 
implant configuration. In the cadaver tests the power induction system 
performed with adequate margin for an external coil placement range of + 9 
era from the nominal location. In the water bath test configuration, FM 
transmission tests of the received RF signal showed an additional loss of 
only 4 dB with respect to a comparable test in free air. From, this data, 
expected received data S/N was calculated to be 39 dB for a distance of 2 
meters. These tests are further detailed in Appendix C pages 4 and 5. The 
•s/stem currently uses a receiver with a 500 kHz bandwidth. Because the peak 
deviation can reach 50 kHz at 500 pstrain and the signal contains components 
up to 10 kHz, the minimum bandwidth required for the system is 120 kHz. A 
system signal to noise imptovement of 5.2 dB could be realized by using a 
standard FM receiver with a 150 kHz bandwidth. 
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DATA RECOVERY CONSOI.^ 


Tha pclmory function of the data recovery console is to recover in real time, 
tne coraplete FM broadcast data stream (block diagram shown in Appendix B, 
Figure The FM data signal is received, decoded and the resultant analog 
data is recorded on tape, displayed on an oscilloscope and shunted into an 
A/D converter to be used by the Microprocessor-Enhanced Display System 
(MEDS). The real-time oscilloscope display of each channel indie ';f' i :he 
state of each strain gauge, assuring early detection of any errati ; »ge 
behavior. A further discussion of the MEDS system is given in Appc';Uix B 
pages 31 through 33. 

The data recovery console fabrication is 90% complete and most of the circuits 
have been electrically tested. Initial testing indicates the necessity for 
some sync circuit redesign, with some associated timing circuit modifications. 
The MEDS is currently u«.der development at the Biomechanics Research Section 
Division of Orthopedic Surgery, UCLA. The UCLA MEDS hardware is underwritten 
entirely by donations received through the efforts of patients who have 
received total-joint replacment at UCLA. 


IMPACT TO INDUSTRY 

The received telemetry data will be the first in-vivo loading information 
from a total hip replacement. Even if only one patient Implantation were to 
be achieved, the information will be invaluable. Direct measurement of hip 
force with walking aids, casts and modified gait patterns will give relative 
measure of the effectiveness of these techniques. Validation of mathematical 
models of the hip using force plate inputs will also be a possibility for 
each individual patient. This data will be of tremendous value in understanding 
the mechanical forces responsible for prosthetic loosening and fracture. The 
direction and magnitude of acetabular cup wear is also of clinical interest. 

Wear measurement by serial comparison of patient x-rays is plagued by many 
sources of error, one of which is the unknown direction of wear in any given 
patient implantation. Our in-vivo measurements of the force vector will 
indicate the contact region within the cup and also provide the contact force 
magnitude, its duration and its frequency of occurrence. This information is 
necessary to establish accurate input levels for laboratory wear simulations. 

The information obtained will also provide a sound experimental basis for 
formulating recommendations for postoperative management of total joint 
replacement patients. Leading implant manufacturing firms such as Eiramer 
Co., Howmedica Co., and DePuy Co., have already expressed interest in the 
program. 
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Figure 1. Hip Replacement Hardware Development 


Table 1. Hardware and Tests Performed 
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Table 2 


Typical Biotelemetry System 
Electrical Performance Parameters 


RF OUTPUT 

Nominal Power 
Frequency center 
Frequency settabllity 
Frequency stability 

0.6 mW + 0.2 mW 
89 mHz 
+ 100 kHz 
+ 13.5 PPM/"C 

MODULATION 


Type 

PAM/FM 

Channels 

6 data, 4 calibration 

Channel width 

500 sec 

Frame rate 

200 Hz 

Sensitivity 

94.5 Hz/ Pstrain 

Range 

+ S05 pstrain 

Linearity 

'£ 2.1 pstrain 

DC (INTERNAL) 

t 

Power 

8V, 6 mA 

Voltage regulation 

+ 0.13% 

Ripple voltage 

100 mV RMS 


INDUCTION (EXTERNAL) 


Frequency 

250 kHz + 5 kHz 

DC power 

10 Watts Max 


RECEIVER 


Frequency range 

55 - 260 MHz 

RF bandwidth 

500 kHz 

Video bandwidth 

100 kHz 

Noise figure 

11.5 dB 
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APPENDIX A 


BIOTELEMETRY FROM A TOTAL HIP REPLACEMENT PROSTHESIS 
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INTRODUCTIO N 

Total hip replacement is rapidly gaining in popularity among 
orthopaedic surgeons. In 1976 approximately 90,000 hips were implanted 
in the United States. Patient costs for these implants are estimated to 
be 100 million dollars per year. The two year failure rate is approxi- 
mately 5%, mainly due to loosening of the femoral component (1). This 
failure rate is expected to increase as these units are implanted into a 
younger, more physically active patient pox^ulation. 

Mechanical complications of prosthesis breakage, excessive wear of 
the bearing components and loosening of the x^rosthetic components are dir- 
ectly related to the transmission of force across the joint. The dynamic 
or impact nature of these loads are also imi^ortant for predicting joint 
performance. Adequate data on these vital subjects are lacking in the 
literature. 

One method of estimating joint forces involves calculations based 
ux)on mathematical idealizations of joint geometries and material proper- 
ties, using input loadings derived from force plate data. Paul (2) used 
such a model to estimate the force in the normal hip joint. The errors 
in such calculations are not known since dynamic effects due to the mus- 
culature can only bo estimated in analytical calculations. 

There are only two published studies dealing with direct in-vivo mea- 
suroment of human joint loading. Rydell (3) instrumented two modified 
Moore hemiarthroplasty prosthoses which were Implanted into the hips of 
two patients. The hollow neck of each device contained strain gauges 
which were bonded to the inner surface. The wires to the gauges were 
housed within a metal cable which was left beneath the fascia until six 
months after surg try, at which time it was brought out through the skin 
and connected to recording equipment. Valuable measurements of the hip 
force components and friction between the metal head and acetabular carti- 
lage were recorded, but the usefulness of his device was limited by the 
relatively short period of time available for data acquisition due to 
potential infection and skin interface problems from the instrument cable. 
Availability of a telemetry system would have been a distinct advantage, 
but the state of the art of microelectronics twelve years ago was not 
sufficiently advanced for this application. 

Frankel and Burstein (4) were the first investigators to utilize an 
implantable biotelemetry system to measure joint leading. A specially 
designed hip nail was hollowed out in the plate portion to receive 
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relaUivGly bulky iliacrutc eloukronic compononus which were powered by 
miniature batteries. At least kliree such devices were implanted in pa- 
tients who had sustoinod femoral nock fractures. As the fractures healed, 
tile proportion of the load carried by the hip nail diminished. The useful 
p(?riod of data acquisition was limited to from nine to twelve months by 
the shelf life of the batteries. The information gained was of limited 
use for total joint replacement design since the patients were elderly, 
only limited weight bearing was allowed, and the total joint load could 
not he measured since part of the load was carried by the implant and part 
by the fracture which healed as time progressed. 

A biotelemetry system suitable for implantation into a specially de- 
signed total hip femoral comx)onent has boon developed in order to record 
in-vivo loading data for a variety of patient activities. A sketch of the 
proposed femoral component is shov/n in Figure 1. 



Figure 1. Hip Joint Prosthesis with In-Vivo Telemetry System 
DESCRIPTION 

Me chanical . The prosthesis is machined from work hardened 316 LVM 
stainless steel for strength, machinability , biocompatibility and welding 
properties. The later is important since the prosthesis itself forms the 
outer hermetic cavity via E-beam welds at the ball and stem tip openings. 
The antenna and power induction wires are carried through the tip seal by 
a specially designed feedthrough whose components are platinum, glass 
and 316 stainless. 


A-2 


2 



Semiconductor strain gainjes are )x>n(lod to the inner surface of the 
l>roHthetic neck as shown in Fi<juro 1. Hio vortical and transverse pairs 
measure bt'iidimj moments aiiout those axes, while the axial compression 
component is «1erlvcd from the three gauijes at section B-B. ?:ach of these 
gau<jes is paired with an unstressed (jautje located on the undercut, *ero 
stn>ssed, li'dijo in the l>all. h common pair of resistive elements ctxn- 
pleto the other two elements of all hi idge circuits. 

Klcctrical. The electronic circuit design has been developed at. 

'X'F.A by rescatch assistants (5, 6, 7) under the direction of authors 
M.irkolf ami Willis since 1973. Tlie system design is similar to that re- 
jxjrted by Carlson (8) in that it uses a time multiplexed, PAM/FM teleme- 
try system with power supplied via induction coupling. JPL reviewed the 

circuit design on the basis of the 
project criteria; namely, long 
life, reliability, low power con- 
sum{>tion, stability and capability 
to bo packaged into the rt*quired 
volume; and concluded that it mot 
these requirements. Hence JPL's 
efforts have been aimed at the 
application of hybrid microcircuit 
packaging techniques similar to 
those developed for the NASA Stand- 
ard Trans(K>nder (NST) Progr.un as 
well as the mechanical packaging. 

A major factor in the selec- 
tion of the UCIJt circuit design 
was the use of commercially available IC's as opposed to the use of cus- 
tom I.S1 duo to the extreme reliability requirements. A second factor was 
the fact that the NST hybrid ti»chnoloqy would accomodate tie seven IC's, 
four diodes, one transistor, seven capacitors and 17 resistors In two 
ceramic, thin film submotlulos as shown in Figure 2. 

I^ower Intlu ct ion . The power retjuired for the strain gauges and the 
electronic circuit of the implanted tolomctry transmitter will be induced 
from an external R.F. power generator. This generator operates from an 
18 volt 1 amp battery supply and produces R.F. power at approximately 
400 kHz. The output of the oscillator is fed from the belt mounted pack- 
age via a transmission line to a coil worn around the thigh of the pa- 
tient during clinical monitoring. This coil consists of 3 wire bundles 
each of 23 turns of litz wire, 8 inches in diameter, mutually coupled to 
the tapped coil of the oscillator which consists of 500 turns of 36 
gauge teflon coated platinum wire. The voltage developed across the 
pickup coil is approximately 14 volts and, after being bridge rectified 
and regulated, supplies the required 8 vol^s at 15 mA. 

Pe rformance . F-ach 5 ms telemetry frame starts with a plus, minus 
full scale and zero, sync and calibration sequence, followed by the 
verticle and transverse moments, the three axial measurements and a re- 
peat of the two moments (10 channels). Hence, the sampling frequency of 
the moment measurements is 400 Hz while that of the axial compression 



Figure 2. Multiplexer (left) 
and Transmitter Siilxnodul 
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is 200 Hz. The trdnnmlttor oi>ur> 
at ing at 90 MHz has a I mW output 
with a nuxiulation lint'arity of 
bottor than 1% for cairiur duvla- 
t ions up to ± 75 kHz. Systom SNR 
of the feasibility moiiol syotom 
shown in Figure 3 has boon mea- 
sured at greater than 50 dR at 5 m. 

IONS 

This biotclomot ry system is 
still under developmc'nt and hence 
will certainly undergo further 
metamorphosis. Since the feasi- 
bility model liall diameter is 
38 mm, near term goal is to reduce 
the mother board diameter to be 
compatible with installation in a 32 mm prosthetic l>all. 
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TOTAL HIP IMPLANT - BIOTELEMETRY 
RESEARCH PLAN 


This research proposal is a collaborative 
effort between the Biomechanics Research 
Section of the Division of Orthopedic Sur- 
gery, University of California at tos 
Angeles (UCLA) and the California Institute 
of Technology Jet Propulsion Laboratory 
(JPL), Pasadena, California. 



A. SPECIFIC AIMS 
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The express objective of this proposal Is the design and development of a 
special total hip femoral component which will contain within It a miniaturized 
bloteleinetry system capable of broadcasting signals received from strain gauges 
mounted within the neck of the prosthesis. The prosthesis will be inductively 
powered by an external coll worn around the thigh of the patient, thereby elim- 
inating the need for Internal batteries. These strain readings will be analyzed 
by computer and combined to display the three force-components and the magnitude 
and orientation of the resultant force-vector acting on the head of the prosthe- 
sis. This information will vastly Improve our understanding of hip biomechanics, 
provide Information of use to clinicians In post-operative recommendations to 
their patients - thereby enhancing the overall quality of their medical care - 
and lead to important advancements In implant design. It Is not our objective 
In this proposal to provide prostheses for actual patient ImpTantation; this 
will be the goal of a follow-on proposal. The present proposal Is directed 
towards the design of the Implant, refinement of the telemetry system perform- 
ance, development of the power-induction system, assembly of a data-recovery 
system, a mechanical testing program designed to assure the structural Integrity 
of the implant and finally a leak-test program to assure the hermeticity of the 
total system. All test data gathered from this project will be presented to the 
UCLA Human Use Committee for their consideration and approval before proceeding 
into the patient implantation phase of the program, 


Due to volume requirements for the strain gauges and telemetry module, 
the implant will be somewhat larger than many existing models of conventional 
human hip-replacements, and will utilize a 35 millimeter-diameter ball. Extensive 
in vitro testing has been selected as opposed to animal implantation. This is 
to practical limitations in the selection of a suitable experimental animal. 

Even though a large experimental animal such as one of the pongids (the orangutan, 
the chimpanzee or the gorilla) could possibly accept our human-size implant, 
assuming surgical techniques and instrumentation could be developed for a total 
hip operation on the animal, dissimilarities in musculature, gait and activity 
would produce implant-loadings different than those expected in the human. Such 
a study would therefore not validate its safety for human application, In contrast, 
there is a great body of practical knowledge of current human hip-replacement design- 
configurations. The wide range of sizes and shapes of implants currently available 
along with their performance records gives us practical guidelines for the modifi- 
cation of existing design-concepts for our specific application. It is this approach 
that we have chosen to follow, and our efforts will be directed towards extensive 
laboratory testing to satisfy ourselves (and the UCLA Human Use Committee) that our 
implant will perform as designed. 


1. Twelve multiplexing and twelve transmitter submodulwi will be fabricated, bench- 
tested and subjected to environmental and accelerated life-tests to assure system 
reliability. In addition, twelve complete telemetry assemblies will be prepared 
for insertion into prototype prostheses for mechanical testing. 

2. A special femoral component utilizing our 35 millimeter ball-and-neck load-cell 
configuration will be designed and twelve prototype models machined from cold 
rolled 316 stainless steel will be subjected to mechanical tests to assure struc- 
tural integrity and accuracy of calibration. 

3. The power-induction system design will be modified to improve stability and 
efficiency, and to reduce the size and weight of the external coil and battery pack. 

4. Hermeticity of the sealed femoral components will be verified by leak-tests before, 
during and after fatigue-testing of prototype units. Two units will have simulated 
breaks in the stem and ball regions to evaluate the secondary seal system. 

5. Biocompatibility of the prosthesis coil located at the stem tip will be verified 
by Implantation into dogs and subsequent histological examination. 

6. A data-recovery system will be developed to process and display the telemetered 
strain gauge information in a format which is convenient for clinical interpretation. 
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In 1S76, over 100,000 total hip-replacement operations were performed in the U.S.A, 
alone **. Symptomatic loosenings have been reported to vary from 3 to 54 per cent, 
with onsets ranging from as early as six months, increasing with time after opera- 
tion "’***®‘^^***. X-ray evidence of femoral component looseness has been noted 
to be in excess of 20 per cent in published series from UCLA *^and the Mayo Clinic''. 
Beckenbaugh *' reported failures due to prosthetic loosening with subsidence in up to 
24 per cent of patwnts In as little as seven years. Chandler* noted a failure-rate 
of 54 pe*' cent after only five years in patients under thirty years of age. Femoral 
component stem breakage has been reported to vary from .23 to 8 per cent ?i* 

These numbers can only grow as total hips are implanted into increasing numbers of younger, 
active patients who have expectations of increased levels of performance from their 
diseased Joints. In light of these alarming statistics, H is astonishing how little is 
known about the dynamic forces acting on the hip joint and their relationship to clinical 
complications of the surgical procedure. 

It has long been recognized by clinicians that the forces in the hip joint can be 
high for certain activities. A simple static analysis of the upper torso during stance 
phase of gait shows the forces to be two to three times body weight. However, few load- 

of the hip are static in nature, and analyses based upon anatomic simplifications 
are most certain to be in error. The multitude of possible patient movements makes 
analysis of all activities of interest impractical; hence, new techniques to study hip 
forces are needed. The long-term clinical success of total joint replacement depends 
upon the ability of the bone-implant system to withstand the forces applied to it. 
Mechanical complications of implant breakage, cement fracture, skeletal loosening and 
component wear are directly related to the transmission of force across the joint, The 
dynamic or history over time of these forces are also important for predicting implant 
performance. Accurate data on these vital subjects are lacking in the literature. 

CALCULATION OF JOINT FORCES 

One method of estimating joint forces involves calculations based upon mathematical 
idealizations of joint geometries, material properties and assumed loading conditions. 
Morrison calculated forces developed in the knee joint during gait from force-plate 
data. The maximum joint force calculated in the knee for level walking was two to four 
times body weight. Smidt calculated forces in the knee joint for maximum isometric 
contractions in various positions of knee flexion. The compression force at the tibial- 
femoral joint ranged from 0.4 to 3.4 times body weight. It Is worthwhile to compare 
calculated forces present at the knee and hip during gait. Paul*®, using a force-plate 
analysis similar to Morrison, calculated maximum loads in the hip of 2.3 to 5.8 times 
body weight. More recently, Johnston^ *has calculated hip joint forces from a new three- 
dimensional mathematical model which Includes dvanced representations of the hip mus- 
culature and geometry. Footplate reactions, kinematic data and mass distribution of 
the body segments are combined into a Newtonian model of the lower extremity to calculate 
the inter-segmental resultant forces and moments. This model was used to evaluate the 
effects of surgical placement and femoral component geometry on the resultant hip load. 

The joint and ligament forces calculated from these studies are the result of a 
mathematical idealization of joint anatomy. The force values quoted are only approximate 
and the errors involved in the analysis have not been estimated. Clearly, in vivo data 
would contain dynamic effects, including the musculature which can only be estimated in 
analytical calculations. 

IN VIVO MEASUREMENTS OF JOINT FORCES 

There are two ma^or studies dealing with direct in vivo measurement of human 
hip loading. Rydell*® instrumented two modified Moore hemiarthroplasty prostheses which 
were bonded to the inner surface. The wires to the gauges were housed within a metal 
cable which was left beneath the fascia until six months after surgery, at which time it 
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was brought out through the skin and connected to recordii^l^l^W, Valuable measure- 
ments of the hip force components and friction between the metal head and acetabular 
cartilage were recorded, but the usefulness of his device was limited by the relatively 
short period of time available for data acquisition due to potential infection and skin 
interface problems from the instrument cab^e, Availubility of a telemetry system would 
have been a distinct advantage, but the state of the art of micro-electronics fifteen 
years ago was not sufficiently advanced for this application, 

Frankel and Burstein'* were the first investigators to utilize an implantable bio- 
telemetry system to measure joint loading. A specially designed hip nail was hollowed 
out in the plate portion to receive relatively bulky discrete electronic components which 
were powered by miniature batteries, At least three such devices were Implanted in 
patients who had sustained femoral neck fractures. As the fractures healed, the pro- 
portion of the load carried by the hip nail diminished. The useful period of data 
acquisition was limited to from nine to twelve months by the shelf life of the batt'jries. 
Hip loads for a variety of patient-related activities were recorded and many well -estab“ 
lished axioms of post-operative patient management have been questioned In view of their 
findings. 

Carlson* '’described a 16-channel multiplex FM bioteleinetry system suitable for 
implantation within the hollow head of a modified Moore hemiarthroplasty. The purpose 
of this device was not to measure hip load directly, but rather the pressure distribution 
across the acetabular cartilage during in vivo loading conditions. For this purpose, 
fourteen miniature pressure transducers were located on the inner surface of the sphere. 
The system was designed to be powered by an external coil worn around the patient's limb, 
allowing transfer of RF energy into the implanted device to energize the strain gauge 
bridge circuitry. The system utilized modern integrated circuits specially designed for 
this application, Although their system is available for implantation, a suitable recip- 
ient has not yet been found. 


THE JPL-UCLA TELEMETRY SYSTEM 

Design of a practical radio telemetry system for artificial joint implant applica- 
tions requires careful consideration and analysis of the following factors; system 
physical size, DC power consumption, number of desired channels of information, type of 
signal processing (modulation and multiplexing) to be employed, radiated frequency and 
PF power level, method of providing primary DC power, system complexity, system accuracy 
and stability, and reliability. In addition, considering economy and reliability of 
reproduction, the system 'should employ standard existing electronic components wherever 
possible. The most severe design constraints imposed by the above factors are the 
desired low DC power drain and small physical size. These conditions can be satisfied 
by using micro-power integrated active circuits, such as the Complementary MOS devices 
in the chip configuration, and employing hybrid techniques for system integration. In 
order to minimize possible noise problems, the transmitter output will employ FM modula- 
tion father than AM. The RF frequency will be chosen to be within the 88 to 108 MHz 
band to allow signal detection and demodulation by means of a standard FM broadcast 
receiver. The time multiplexer unit for Pulse Amplitude Modulation contains a digital 
clock, counter and channel selector to provide sequential energizing of strain gauges. 
The counter and channel selector will consist of a single comnercially C-MOS integrated 
circuit allowing up to ten channels of information. The principal advantage of this 
multiplexing scheme is the low power consumption achieved by the use of C-MOS circuitry 
and high resistance semiconductor strain gauges which are energized one at a time. Four 
of the ten channels will be used for synchronization and calibration, leaving six 
useful channels of information. The sampling rate of ZOO Hz should provide more than 
adequate frequency response for the anticipated frequency spectrum of the prosthetic 
joint forces. 
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IMPORTANCE 

In vivo data for loading of an Implanted total joint prosthesis is not presently 
available in the literature. Such data will be inyaluable for a variety of practical 
considerations; 

a. The peak loads and the impact durations are impo»*tant for analysis of 
prosthetic loosening, acrylic fracture and prosthesis breakage, Such 
data would find direct application for fatigue analysis of implant failures, 
programmed input into total joint simulators and input into finite element 
models of implanted total joints. 

In vivo loading data will provide an objective clinical basis for general 
recommendations of post-operative patient activities, such as proper use 
of walking aids, rising and sitting, climbing and descending stairs and 
ramps, etc. This information will be of particular benefit to the patient 
receiving the implant. 

c. Existing mathematical models of the hip, such as developed by Crowninshield*^ 
and associates, rely on force-plate input data to compute muscle and joint 
forces. In vivo hip joint telemetry provides an excellent technique for 
validation of these models. A patient with an implanted hip prosthesis 
cculd walk on the force plate and the in vivo readings obtained from bio- 
telemetry could be compared to the computed force profile from the model. 

This will lead to refinements in assumptions made in construction of the 
model, and to important advances in the state of the art of biomechanical 
modelling of the musculoskeletal system. 

d. The direction and magnitude of acetabular cup wear is of clinical interest. 
Wear measurement by serial comparison of patient x-rays is plagued by many 
sources of error, one of which is the unknown direction of wear in any 
given patient implantation. Our in vivo measurements of the force vector 
will indicate the contact region wi thi n the cup and also provide the contact 
force magnitude, its duration and its frequency of occurrence. This infor- 
mation is necessary to establish accurate input levels for laboratory wear 
simulations. 


The proposed telemetry system will have a number of distinct advantages for this 
particular application, 

a. Reliance on batteries has been eliminated by induction powering in the implant, 
thus assuring long-term retrieval of information from the patient. 

b. The miniature electronics utilizes recent state of the art advances in 
optimized hybrid integrated circuit design. 

c. The JPL-UCLA system will be significantly smaller and will consume far less 
power than any telemetry system previously developed for orthopedic applications 
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c. PRELIMINARY STUDIES 


SYSTEM DESCRIPTION 
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A biotelemetry package small enough to fit into the hollow stainless steel ball 
of a total hip joint replacement prosthesis to allow In vivo measurements of loads 
across that joint has been designed and various models fabricated and evaluated . The 
ball size, which initially was 38 millimeters in diameter, has been reduced to 35 mil- 
limeters on the recommendation of Dr. Amstutz. With this size ball, the head-neck 
ratio is comparable to other designs in clinical use, and the risk of component dislo- 
cation will be reduced. Although further {eductions in ball size may be possible in 
the future, reductions in the neck size are far more difficult to achieve due to accom- 
panying decreases in strength and increased difficulties of strain gauge placement and 
wiring within the central neck region. The telemetry unit is designed for very long 
life with the use of electronics packaging technologies inherited from those used in 
deep space applications. No batteries requiring replacement are used, but rather it 
is powered only during clinical monitoring sessions by low frequency RF induction via 
a cuff temporarily worn by the patient around the top of the thigh. In the laboratory 
setting, the induction oscillator will be powered by a thin cord attached to an elec- 
trical supply outlet. A portable battery pack is also planned for field studies. 

The forces of interest are measured by miniature strain gauges bonded inside the 
prosthesis neck, formatted and conditioned by the multiplexer submodule, and transmitted 
out of the body via the FM antenna at the tip of the prosthesis stem. The signals can 
then be detected by an external radio receiver, located nearby and fed into a decoding 
and display system for readout and final interpretation. 

Figure 1 is a functional block diagram of the telemetry system. It is separated 
into the internal telemetry package and the external power Induction, data recovery and 
display instrumentation. The internal elements function to commutate the strain gauges 
at a 200 Hz rate by means of a decade counter synchronized by a 2000 Hz clock. The 
counter controls a 10-channel FET switch assembly which connects the strain gauges 
sequentially to a DC amplifier. The amplifier modulates a voltage controlled oscillator 
to frequency modulate a transmitter with frequency swings proportional to strain gauge 
outputs. The external FM receiver output is synchronized to the internal multiplexer 
such that the channel outputs are decoded and measured for recording on oscillographic 
or magnetic tape recorders. Calibration pulses precede the data pulses and consist of 
a full scale (sync) voltage in each polarity followed by the zero level. The sync 
signature is used by the data recovery system to identify the data channels. The cali- 
bration channels identify the full scale and zero output levels. Displays for both real 
time and recorded playback functions are provided by the data recovery and display 
consoles. 

A sectional view of the instrumented prosthesis is shown in Figure 2, and illustrates 
the placement of the various components mounted within the unit. The stem configuration 
is shown for display purposes only; this geometry is not the planned version for the 
prototype implants. Eight active strain gauges, spaced 45 degrees apart in the highest 
stressed area around the inner periphery of the neck, provide the means of measuring 
the vertical and transverse moments and axial force data (along the axis of the neck) 
required to resolve the magnitude and direction of the force vector at the joint. All 
three components of the resultant femoral head force can be measured with respect to 
the prosthesis ball and nock. Orientation with respect to the patient's skeleton 
win be determined by x-rays. 

Four more gauges are used than the minimum number necessary to provide the data 
required. This is done to provide redundancy such that any one gauge or telemetry 
channel can fail and with some minor reprog ranming of the data recovery format normal 
operation can be restored. Since semiconductor strain gauges are highly temperature- 
sensitive they are paired together in order to compensate for this effect. The pairs 
of vertical and transverse gauges are connected together to provide direct measurements 
of the vertical and transverse moments. In order to make the axial force measurement 
and to provide the redundancy mentioned, each of the axial gauges is paired with a 
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mechanically Isolated dummy gauge for temperature compensation and its data is tele- 
metered out on separate channels. Even though data from only two diametrically 
opposed axial gauges is required to resolve the axial force, under normal operation 
all ^our axial gauges are algebraically surmned for better accuracy. In the event 
of a failure of one of the moment gauges or channels, the axial channels can be summed 
in adjacent pairs and differenced with opposite pairs to reconstruct a moment measurement. 

The telemetry assembly is mounted in the prosthesis ball which is sealed using 
electron beam (E-beam) welding. The stainless steel feedthrough at the stem tip is 
also E-beam welded and contains three platinum pins with glass insulation to provide 
the electrical interface to couple 1) the RF signal to the FM antenna and 2) the 
power induction pickup coil to the telemetry assembly. These hermetic seals are pro- 
cured from Astroseal, a qualified manufacturer of space and biomedical quality elec- 
trical feedthroughs. The two-turn gold wire antenna and 738-turn pickup coil are 
wrapped around the stem tip and are protected with a plastic cap. 

TELEMETRY ASSEMBLY 

The telemetry assembly provides timing and multiplexing of strain gauge output 
data onto an FM transmitter carrier as well as conditioning of the induction power. 

The assembly is packaged into two hermetically seaited ceramic submodules using space 
technology techniques that allow reliable circuit miniaturization. A photograph of 
the multiplexer and transmitter submodules (unsealed) is given in Figure 3, Both 
submodules employ hybrid elements on an alumina substrate in a typical microstrip 
fabrication technology. The transmitter submodule contains a DC amplifier, VCO FM 
transmitter, power induction rectifier-bridge and voltage regulator. Similarly, the 
telemetry multiplexer submodule consists of the clock, decade counter and FET switches. 
Both submodules are connected to an assembly circuit board using conventional solder 
techniques. The complete telemetry assembly, with sealed submodules attached to the 
assembly circuit board, is shown in Figure 4. The telemetry assembly was first built 
in discreet component form in 1977 and in miniaturized form suitable for a 38 milli- 
meter ball in 1978. The assembly has recently been reduced in size to fit within a 
35 millimeter ball. An auxiliary terminal board, located at the intersection of the 
ball and the neck, has also been included to allow both trim and gain-set resistors 
to be included for the six active channels. Only minor modifications have been made 
to the submodules since the original concept and those were due to changes necessi- 
tated by data channel rea;'/signment, and the use' of a more efficient voltage regula- 
tion chip. 

PRELIMINARY LOADING TESTS (STRAIN MEASUREMENTS) 

Of prime importance is to assure that overall telemetry system sensitivities along 
with measurement resolution and accuracies will be sufficient to meet clinical data 
recovery requirements. Static stress tests at JPL of a mechanical model prosthesis 
ball and neck region complete with strain gauges and a telemetry assembly have shown 
that load components can be reconstructed from telemetered output data with an uncer- 
tainty of less than 9 per cent. Figure 5 shows a sectional view of an instrumented 
mechanical model of the prosthesis ball and neck regions, while Figure 6 is a photo- 
graph showing the placement of the semiconductor strain gauges in the neck area inside 
the unit. In this earlier model six active gauges are attached directly to the inner 
neck along with six dummy gauges attached for thermal tracking and mechanical isolation. 
For the stress tests the prosthesis was mounted in a test fixture that allows loading 
to be applied at various roll and tilt angles. A pictorial view of the fixture con- 
figuration for a 30 degree tilt position is illustrated in Figure 7, which also includes 
a diagram of strain gauge locations at that time. The laboratory test set showing a 
prosthesis under load in a 90 degree tilt position is shown in Figures 8 and 9. loads 
are applied to the prosthesis through a load cell extension bar which eliminates torsion 
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between the hydraulic ram and load cell. Results from earlier tests performed without 
the torsion bar gave erroneous gauge output readings caused by inconsistent load direc- 
tion. For the 30 degree tilt test, loads were applied to the prosthesis in 200-lb 
increments from 0 to 1000 lbs. Results of the six telemetered gauge outputs were pro- 
cessed with a computer/plotter program and are given in Figure 10. 

Near the conclusion of the planned series of static stress tests on the develop- 
mental model prosthesis the force controller on the MTS test machine was Inadvertently 
switched to an open loop configuration and the unit was overloaded. The maximum force 
applied before control was restored reached 5100 lbs and resulted in a permanent 
deflection of the ball and neck region of 3,5 degrees from the original axis of sym- 
metry. This 'overload test' therefore establishes a measure of the factor of safety 
in the design. 


PRELIMINARY TESTING OF THE POWER INDUCTION SYSTEM 

The power induction system, designed to eliminate the need for internal batteries, 
has taken a significant design effort. A chronology of this effort began with the 
system design which was initiated at UCLA and then transferred to JPL at the end of 
1979. The system component parts were then interfaced and tested to determine the 
power system stability and efficiency as well as adequacy in power transfer as a func- 
tion of external /internal coil alignment and load impedance. The function of the 
power induction system is to furnish the secondary coil (internal) with sufficient 
energy to power the telemetry electronics for a varying range of oscillator induction 
coil (external) placement. The external oscillator coil is driven by a modified Hartley 
power oscillator and develops a high electromagnetic field that induces energy into 
a prosthesis-mounted secondary pick-up coil. Power transfer tests have been performed 
using several materials for the secondary coil. Performance using both platinum and 
gold wire is substantially less than the original UCLA design using copper. For human 
compatibility considerations, however, gold wire has been chosen as the best performer 
of non-copper materials tested. 

Carlson’’ reported on a somewhat similar induction system, utilizing a ferrite core 
within the pickup coil to improve electromagnetic power coupling. The efficiency of 
his system was approximately 10 per cent at an input power level of 5 watts. These 
power levels are far too low to be of concern for tissue damage from radio frequency 
energy and heating effects. Schuder et studied power transmission through 
inductive coupling in the chest wall oT”the dog. They concluded that one hour per day 
operation at a power level of 1 kilowatt produced no apparent harmful effects. Only 
a slight temperature increase (3 degrees F) was recorded in tissues adjacent to the 
implanted coil. It should be noted that the power levels in these experiments were 
approximately 100 times greater than the levels proposed for our system. 

Laboratory tests of a gold secondary coil wound on a simulated prosthesis stem 
were performed to determine system power transfer as a function of (1) vertical 
placement between external and internal coils and (2) telemetry circuit loading. A 
pictorial view of the component arrangement for the power induction system test is 
illustrated in Figure 11. Vertical placement of the secondary coil was varied about 
the induction coil centroid by raising and lowering a -pulley mounted cord attached to 
the prosthesis. Horizontal placement tests were not performed since horizontal dis- 
placement about the centroid always results in increased power transfer. Results for 
the vertical placement tests are shown in Figure 12. 

As shown, sufficient power transfer is obtained for vertical displacements of 
-2.5 to +1 inches for a maximum load of 1300 ohms and a minimum required telemetry 
voltage of 10.3 volts. The five load plots represent a range of telemetry circuit 
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loads that are dependent on telemetry component selection. Since the positional 
performance was acceptable, the next step was to power a fully operational prosthesis 
complete with secondary coil, telemetry transmitter, and antenna. As shown in Figure 
13, the prosthesis was suspended in the center of the induction coil and placement tests 
were performed as before. The transmitted signal was received over an air link of 4 
feet with receiver decoded data ouputs presented on the scope as shown. Test results 
show the UCLA-designed power induction system is functional; however, marginal sta- 
bility and low efficiency make it almost impractical to use as designed, The present 
method of winding the pickup coil directly on the stainless steel stem would require 
a battery pack (if portability is needed) that weighs about 10 lbs to be worn by the 
patient for 30 minutes of use. The excessive weight is required because of the low 
efficiency of the secondary coil, as it is wound on what would be considered an elec- 
trical short circuit. This can be improved by isolating the coil from the steta. Two 
alternative methods will be investigated. The first spaces the coil out from the tip 
metal with a dielectric form. The second concept involves winding the coil around a 
plastic extension of the stem tip, thereby eliminating the metal core which is dras- 
tically reducing the system efficiency. The induction oscillator system also requires 
some redesign to increase both its stability and efficiency. Additionally, the oscil- 
lator coil will be redesigned in cross sectional format from the toroidal bundle shown 
in Figures 11 and 12 to a thin cylindrical layup to better fit the recipient's thigh. 

PRELIMINARY WELDING AND LEAK TESTS 

Since the prosthesis shell represents the primary barrier between the recipient's 
tissue and body fluids and the internal electronic components, considerable design 
effort has been expended to insure that it 1) can be completely sealed with minimval 
effect on the internal electronics, 2) has sufficient strength not to break and 3) 
can be tested after assembly. Electron beam (E-beam) welding has been chosen as the 
best sealing method that satisfies all the above requirements. The E-beam weld is 
accomplished by rotating the prosthesis in an evacuated chamber while directing a high 
energy electron beam at the sealing joint. The weld sealing operation is accomplished 
in 4.5 seconds through one plus revolutions of the prosthesis. One of the main con- 
cerns of this process is the effect of heat produced by the electron beam on the 
internal electronic components. Another concern is the seal itself: how well it 

prevents fluids from entering the prosthesis. To assess the temperature effects on 
the internal electronics, several sample prostheses were instrumented for internal 
temperature profiles near the weld joint during sealing operations. It was determined 
that sealing, temperatures beyond 0.125 inches from the joint do not exceed 

121 C which is well within the manufacturer's ratings for all components 

used, the temperature at the sensitive semiconductor strain gauges is not expected 
to exceed 50 degrees C during the processing which is well below the manufacturer's 
maximum operating temperature of 175 degrees C. A prosthesis with a telemetry assembly 
installed (see Fig. 5) was then sealed to assess the effects of E-beam welding on 
the telemetry functions. A comparison of measurements before and after sealing showed 
the welding operation had no effect on the telemetry electronics. A pre-sealing view 
of the prostheses electronics and scope-displayed telemetry output is shown in Figure 14. 

The results of the hermeticity test after welding were as expected, with both the 
wet test and helium test showing no gross leakage, and the helium mass spectrometer 
measuring a fine leak rate of only 5,9 x 10"*cc/sec He. The accepted leakage rate for 
space flight electronics is 1 x 10"®cc/sec He, as specified by military standard 883B. 
After this initial set of leak tests, the ball was ground and polished, a process step 
required to remove external evidence of the welding step, and the functional electrical 
and gross and fine leak tests were repeated with similar results. 


■ fills INAL PAGB IS 
OF POOR QUALITY 
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PRELIMINARY BIOCOMPATIBILITV TESTING 


A stainless steel feedthrough (to be located at the stem tip) was mounted i»i a 
316 LVM stainless steel capsule (shown in Fig. 15) and implanted into the back muscle 
of a dog. The dog was sacrificed at eight weeks and the capsule and surrounding tissue 
was removed for routine histological analysis. The outer surface of the metal capsule was 
surrounded with a thin fibrous membrane, as expected for 316 stainless steel which 
has high biocompatibility. Tissue had infiltrated the holes in the capsule wall and 
completely surrounded the platinum pins and gold wires. Histological examination 
revealed mature collagen fibers, fibroblasts and no evidence of acute inflammatory 
reaction in the vicinity of the platinum/gold junction. Pull tests of the gold/ 
platinum weld on the pins opposite the gold coil are planned if the soft tissue can 
be successfully dissected free of the thin gold wires. 


D. METHODS OF PROCEDURE 

1. Telemetry Performance Tests 

In order to assess the degree of reliability of the internal electronic 
assembly, several groups of sealed submodules will be subjected to mechanical environ- 
mental tests as well as operational stress at elevated temperatures, A total popula- 
tion of twenty-four submodules (12 multiplexers and 12 transmitters) will be fabri- 
cated from parts known to be reliable either by burn-in or by manufacturer screening. 

Upon post-seal acceptance, the submodules will be subjected to environmental shock and 
vioration followed by an accelerated life test, performed by splitting the submodules 
into two groups and subjecting each group to operational temperature tests at two 
elevated temperatures separated by 50 degrees Celsius until sufficient failures have 
occurred to establish points on the Arrhenius curve. A performance evaluation of each 
submodule will follow shock and vibration tests and will also be performed at three- 
week intervals during accelerated life testing. These evaluations will be compared 
with the post-seal baseline performance for each submodule. Comparative parameter 
measurements will include; clock rate, multiplexer reference levels, RF frequency 
and output level, modulation sensitivity and voltage regulation. 

Twelve complete telemetry assemblies (separate from the environmental test units) 
will be fabricated, tested and installed in prototype prostheses for mechanical testing. 
Ten of these have been scheduled into our static and fatigue loading programs. Two 
extra units will be available for substitution should electrical failure occur or for 
additional testing if required. The telemetry assembly consists of two sealed submodules 
attached to a mother board, strain gauges, and a balance/gain-set resistor board. 

Each submodule undergoes pre-seal and post-seal electrical evaluation, followed by 
a reliability 'lurn-in and attachment to the mother board. The mother board is then 
interface-tested with the prosthesis shell, which contains the strain gauges and a 
welded feedthrough, for selection and installation of balance and gain-set resistors. 
After a final bench test, the system is* calibrated in a static load test, after which 
resistance values are trimmed if necessary. The prosthesis Is then E-beam welded and 
tested for hermeticity. 

TASK DIVISIONS 

All fabrication, bench testing, accelerated life testing and assembly of the telem- 
etry system components will be performed at JPL. 
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2, Implant Design and Testing 

A detailed design of the head and neck of the prosthesis (the 'load cell' portion) 
has been completed (Fig. 5). Preliminary load calibration tests have demonstrated an 
error of less than 9 per cent between applied load and calculated load (via telemetered 
output) in the 0 to 1000 lb range at a 30 degree neck inclination from vertical* This 
design has gone through three Iterations as modifications were required to provide 
broached flats within the neck for gauge mounting, changes in thread configuration 
to increase the outer wall thickness at the weld site, changes in the inner neck and 
shelf geometry to allow more room for active and dummy gauge placements, and finally 
a reduction of ball size from 38 to 35 millimeters, made possible by a re-design of 
the circuit layout board and pin connection terminals. Based upon our prior strain 
gauge studies of the necks of T-28, Charnley and Mueller prostheses^^, and a stress 
analysis of the neck of the present configuration, we have conservatively estimated 
a factor of safety of two for our neck design; that is to say, the stresses at the base 
of the neck of our device (the anticipated point of faiilure) are approximately one-half 
those at a similar location of a conmercially available implant, It is of interest 
that in the 30 degree loading configuration previously described, a load of 5100 lbs 
was required to produce a slight permanent bend in the neck (without fracture). We 
believe at this time that the head-neck portion of the implant is very close to its 
final design configuration. Attention will now be directed to the stem design. A 
number of strain gauge studies and finite element analyses have been performed! on 
existing stem design5****'^**^'*‘***^»***’\ Anticipated strain levels and cross- 
sectional geom.etries for currently available implants will be used as guidelines for 
preliminary stem design parameters. We plan to eventually select patients for clinical 
trials who have relatively large femora, and will be able to readily accept a 35 milli- 
meter femoral component. It should be noted that other component designs such as the 
Buchholtz and Aufranc prostheses also utilize 35 millimeter femoral balls. The stem 
size and shape will be compatible with the configuration of the femoral canal as 
deterniined from our prior anthropometric studies of the proximal femur*®. Prototype 
stems will be machined from aluminum for trial fitting to a number of cadaver femora 
to assure adequate fit, space for acrylic, and proper clearance for the distal induction 
pickup coil at the stem tip. 

The material we have selected for our prototype implants is cold-rolled 316 
LVM stainless steel. The strength, availability and ease with which this metal can 
be machined and welded, along with its proven biocompatibility and wide clinical usage 
makes it an attractive material for our application. Initially, all prototype implants 
will be machined from bar stock in the UCLA orthopedic model shop. Once machining 
techniques have been developed for our twelve prototypes, we will eventually have the 
actual clinical implants fabricated by a commercial manufacturer. The management of 
Ziimner USA has indicated a desire to participate in the project for the clinical trials, 
and it is anticipated that they will work closely with us in later stages of the program. 
The Zinmer production facility has considerable experience in machining T-28 and Charnley 
prostheses from cold rolled 316 stainless steel. Although our stem will be larger in 
cross-section than these implants, to reduce the metal stresses, we do not anticipate 
any additional difficulties in manufacture. 

A variety of mechanical tests are planned for the twelve prototype implants. 

These tests are desioned to validate our final design configuration and to demonstrate 
its clinical safety.' Our mechanical testing will require jigs and fixtures for mount- 
ing the implant to the test machine. Two types of support configurations are envisioned. 
The stems of the implants will either be gripped in an acrylic mould or cemented into 
fresh cadaver femora, which in turn will be mounted and gripped in the test machine. 

In our static and fatigue loading tests on T-28 and surface replacement prostheses, 
we have developed techniques for potting the femur in acrylic cement and testing in 
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a saline-flVled test chamber (Fig. 16), This technique has proved successful for 
fatigue testing to 20 million cycles at load levels up to 700 lbs. These testing 
techniques will be modified for the present study. 

CALIBRATION AND DEMONSTRATION (3 UNITS) 

Three prototypes will contasn full gauging and telemetry and will be powered 
inductively, but will not be welded, These units will be mounted in fixtures for 
extensive load calibraHon tests to determine system sensitivity and repeatability. 
Various neck inclinations, anteversion and retroversion positions and rotational 
orientations (about the neck axis) will be tested at low and high load levels to set 
the gain levels for the six strain channels. The threaded equator of the ball will 
allow access to the telemetry module and facilitate these adjustm, >ts. Once cali- 
brated, these units will be available for on-site demonstrations and for test trials 
with the data recovery system. 

STATIC TESTING IN AIR (2 UNITS) 

Two prototype units will be externally strain-gauged on the lateral stem and 
superior neck for static loading tests. These units will also contain a pair of semi- 
conductor strain gauges on the inner neck, will be welded and sealed but will not 
contain telemetry components. The internal gauges will be powered by hard wire connec- 
tions at the feedthrough pins located at the stem tip. 

One unit will be potted in an acrylic block with rigid distal stem fixation 
(the 'cantilever mode') and loaded within the elastic range to simulate a 'worst case' 
loading configuration. The second unit will be cemented into a fresh cadaver femur 
and loaded similarly. Conditions of cracked acrylic, a loose stem, and a partially 
fixed stem will be studied with multiple implantations of this prosthesis. New gauging 
may be required if the existing gauges are damaged upon implant removal. Once a range 
of loading orientations and fixation modes have been studied for elastic loadings, 
failure tests will be initiated and the load required to induce plastic strains in the 
implant will be measured. These will be compared to strain levels calculated from 
beam theory (neck portion) and to levels measured on conmercially available implants 
in our prior studies*', and in other strain gauge studies cf a similar nature' *" 
Preliminary calculations for our ball-neck configurat’on shows the anticipated strain 
levels on the superior neck to be approximately one-half those of the T-28 prosthesis. 
Experimentally measured strains will enable us to predict the true safety margin of 
our design over commercially available neck designs. 

FATIGUE TESTING IN SALINE (5 UNITS) 

Five sealed units containing full internal gauging and telemetry will be fatigue 
tested in a saline-filled chamber. Although these units will contain the gold induc- 
tion coil at the stem tip, they will be powered by hard wiring through the platinum 
pins at the glass-metal feedthrough located at the stem tip. The coils will be present 
to test their mechanical integrity during the 'loose' implantations. These units will 
be mounted into fresh cadaver femora in a variety of 'best case' implantations (good 
position with full acrylic support) and 'worst case* placements (varus position with 
partial acrylic support). A sine wave loading profile will be applied to the femoral 
head in our MTS 812 servohydraulic test machine and gauge outputs and system perform- 
ance parameters will be monitored. Typical loading frequencies will be in the range 
of twenty to thirty cycles per second with some testing at low rates (10 to 20 cycles 
per second). The testing frequency (and hence the test duration) will be influenced 
by the biological degradation of the fresh cadaver specimen. Longer tests at lower 
frequency with implants mounted in acrylic only will be run if specimen deterioration 
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should not become a problem, Loading orientations will range from 15-25 degrees 
Inclination to the femoral shaft (expected load direction) to a worst case loading 
with the load parallel to the femoral shaft. Load rates, force levels and orienta- 
tions, fixation configurations and test durations will be modified during the course 
of the testing program. It is anticipated that most tests will be In the force range 
of 500-1000 lbs and be terminated at 20 million cycles of testing. 

SECONDARY SEAL TESTS IN SALINE (2 UNITS) 

Our unit will have two barriers to leakage. The primary seal will be the two 
electron-beam welds at the ball and stem feedthrough. The secondary seals will con- 
sist of a moistureproof coating over the exposed soldered connections, resistors, 
capacitors, and ferrite toroid. A number of coatings are available for this purpose. 
Including silicone sealers, RTV, solithane and polyimld. The hole in the center of the 
stem (which will not weaken It substantially, since It Is near the neutral axis for 
bending) will be back-filled from the bottom up with sealer and all exposed components 
coated. The final selection of sealer will be made on the basis of Its blocompatl- 
blllty performance. Two units will be tested for the effects of leakage of the pri- 
mary seal (weld sites) and secondary seals. One prosthesis will be iirmersed in a 
saline-filled chamber and loaded cyclically. The ball of this unit will not be welded. 
The saline will be sampled at periodic Intervals and a chemical analysis of "the amounts 
and composition of the leached solutes will be measured. This will represent a ’worst 
case' leakage situation (primary seal breakdown) and will give a baseline for future 
comparisons. A second unit will be fatigue-loaded in a cantilever mode to produce 
a crack In the stem tip near the coil. The leakage of solutes up through the sealer- 
filled hole in the stem (secondary seal) will be similarly measured. This mode will 
be more representative of an in vivo failure configuration. Chemical analysis of the 
fluids and the concentration levels will be evaluated with respect to potential human 
toxic effects. 


TASK DIVISIONS 

The prototype prostheses will be designed and fabricated at UCLA. The strain- 
gauging, wiring and calibration-testing will be performed at JPL. The structural test- 
ing (static and fatigue) will be carried out at UCLA. Secondary seal tests will be 
a joint JPL-UCLA effort with mechanical tests performed at UCLA and chemical analysis 
at JPL. 


3. Power Induction System 

The power induction system will provide the means for powering the prosthesis 
internal electronics for a number of laboratory tests as well as for the Implanted 
units. Two configurations of the external power Induction unit will be provided for 
this effort. They ar-e described as 1) a bench-test unit for powering non-implantable 
test units, consisting of an external Induction coll and oscillator powered by a bench 
supply, and 2) a clinical power-induction unit consisting of a waist-mounted oscillator/ 
battery pack with the external coil assembled In a thigh-mounted cuff, all of which are 
housed in a one-piece assembly made from a suitable fabric. The complete system 
includes a secondary gold coil wound on the stem of the prosthesis. In order to Improve 
system power- transfer efficiency which would reduce battery power and weight, some 
redesign work will be necessary In the stem coll design. The present gold over stain- 
less steel configuration results in lov^er than desired efficiency due to a shorted 
turn being presented by the stainless steel. Investigation of coil-effidency improvement 
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technique? will include.* 1) displacing the coil from the stem with a thin dielectric 
or ferrite (if biocompatible), and Z) placing the coil below the stem supported by 
suitable non-metal! ic material. For each investigation, power- transfer efficiency 
will be maximized by optimizing coil-size, diameter and turn-ratio. Once the elec- 
tric?.! performance of the coil configuration is satisfactory, a suitable mechanical 
configuration for supporting and protecting the coil will be designed. This protective 
cap will most likely be teflon or polyethylene, and will be mechanically secured to 
the stem via a mechanical interlock, System electrical tests of the power-induction 
system will includej power- transfer as a function of vertical placement between oscil- 
lator and secondary coils, power- transfer efficiency and oscillator power and fre- 
quency stabilities. 


TASK DIVISIONS 

The power-induction system design and performance testing will be carried out at 
OPL. The induction pickup coil design will be a combined JPL-UCLA effort, as both 
electrical performance and mechanical interfacing with the stem tip are involved. 


4. Hermeticity 

Sealing tests will be performed on the welded prosthesis to measure the degree 
of hermeticity of the weld joints. The hermeticity test is performed by placing 
the prosthesis in a chamber pressurized with helium at 60 psig for 15 hours to force 
the tracer gas into the prosthesis via any leak paths, after which gross and fine 
leak-tests are performed in a helium mass-spectrometer. Immediately after bombing, 
the prosthesis is placed in the vacuum chamber of the helium mass-spectrometer and the 
chamber is evacuated. 

There two tests performed to complete the hermeticity check: gross leak and fine 

leak. The gross leak-test is performed while the vacuum chamber is being evacuated, 
which will sense any large leaks. The fine leak- test is then performed at 1 x 10® 
■'•'^’“r. If a leak were to exist, it would have shown at this stage as a helium flow 
from the prosthesis into the vacuum chamber, and a detector tube would Indicate the 
helium flow as a leakage rate. 

A second gross leak test, called a wet test, is also performed by first bombing 
the unit in a pressure chamber containing freon liquid for 4 hours and then submerging 
the prosthesis in 100 degrees C fluoroinert detector fluid for 60 seconds. A leak 
will be indicated by the presence of a stream of small bubbles rising from the pros- 
thesis. 

These leak-tests will be performed on every unit after welding and polishing of 
the femoral ball. Hermeticity will also be checked during various stages of the 
mechanical testing program and upon completion of all tests. If leaks should be 
detected at any stage, the prosthesis will be sectioned at the defect and a metal lo- 
graphic analysis performed to pinpoint the problem. 

TASK DIVISIONS 

All tests for hermeticity and leakage will be performed at OPL. 
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5 . Component Blocompatlbnitv 

Two aspects of prosthesis biocompatlbllity win be studied. One region of Interest 
is the final coll configuration at the stem tip. The coil, with protective plastic 
cap, will be encased In acrylic bone cement and Implanted In the back musculature 
of a dog. Routine histology will be performed on the tissues surrounding the implant 
site to evaluate the soft tissue cellular response. A second* concurrent study Will 
determine the effectiveness of the secondary seals (the coating of the electrical 
components). Trial Implant units will be prepared, consisting of a portion of the 
mother board containing a submodule, soldered pin-connections, ferrite toroid, a resis- 
tor and a capacitor. All components and electrical connections will be coated with RTV 
(or equivalent) and placed in the back musculature of • dog, At sacrifice, aspirated 
fluids and tissue samples will be chemically analyzed for the presence of trace-elements 
and their concentrations, in addition to histological analysis. The sealant exhibiting 
the best performance will be selected as the final choice for the eventual human 
Implantations. 

Multiple implant specimens are planned for each experimental animal. Because of 
the physical size of the v.omponents, dogs have been selectea for this purpose. One-, 
three-, and eighteen-month sacrifice schedules are planned with two dogs In each 
category, 


TASK DIVISIONS 

All animal implantations and subsequent tissue analyses will be done at UCLA. 
Specimen preparations for animal studies will come from both JPL (sealed telemetry 
components) and UCLA (external coll configuration). 


6. Data Recovery and Display 

The complete broadcast datastream will be recovered In real time with an FM 
receiver (block diagram shown in Fig. 1). The FM datastream will be decoded and the 
resultant analog datastream will be simultaneously recorded on FM tape, displayed on 
an oscilloscope, and shunted into an A/D converter situated at the front end of the 
display system. The real-time display of each channel will indicate the state of 
each strain gauge, assuring early detection of any erratic gauge behavior. 

The data will be analyzed using the Microprocessor-Enhanced Display System (MEDS) 
currently under development at the Biomechanio} Research Section, Division of Orthopedic 
Surgery, UCLA. MEDS consists of a closed-circuit color television subsystem, a 64-color 
digital display subsystem, and the hard- and software required to interface these 
subsystems to the controlling minicomputer. The WEDS hardware was underwritten entirely 
by donations received through the efforts of patients who have received total-joint 
replacements at UCLA. 

MEDS functions as described below; 

Software will be written which will enable a prograimable clock to specify 
sampling windov/s in the telemetered analog input datastream. These sampled data 
will be converted to a digital datastream by the A/D converter and transformed into a 
series of 3-space digital vectors, and written directly onto disk. The software 
required for this task will be written in single precision Fortran IV. Using data from 
six of the ten sequential channels, the program will compute forces in three orthogonal 
directions, along with the magnitude and direction of resultant force vectors. The 
program will also yield a running average and standard deviation of resultant force-vector 
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magnitudes. Using these statistics, vectors with magnitudes greater than pre-selected 
values from the average will be automatically detected and printed. Thus, whether the 
data are generated by an engineering model mounted on the MTS machine or by a prosthesis 
implanted in a patient, it will be possible to obtain Imnediate graphical feedback 
regarding both the average magnitude and the frequency of larger magnitude-vectors, 
and, because the display system Is color-programmable, It will be possible to display 
vectors of certain large magnitudes in brighter colors, for example, relative to those 
nearer the average. 

Verification of software calculations will be accomplished by mounting engineer- 
ing models on the MTS machine. This procedure will allow loads of known magnitude 
and orientation to be applied to the models, and software modifications (If necessary) 
resulting from such trials will assure accuracy over a wide range of values. 

A Fortran-callable graphics subroutine will be written which will display these 
results as foreground vectors graphically 'blinked' onto a color receiver^monltor at 
a software-selectable rate. This will be accomplished using a medium-resolution 
digital display-system controlled by a programmable graphics processor. The 'blinking' 
vectors will be concurrently Interlaced with one of several background datastreams. 

The background menu will eventually Include digitized x-rays of prostheses In vivo , 
rotatable finite-element models of prostheses, and videotapes of eng 1 neeri ng" models 
in vitro or otner subject behavior recorded at the time of the telemetered event. When 
the background selected Is a subject or patient activity, movement will be detected by 
a studio color camera and recorded on VHS videocassettes. Mixing of videotapes with 
other composite video sources such as x-y plots and labeling information will be pos- 
sible using a special -effects generator. The fully-mixed image series will then be 
displayed on a color TV monitor and/or recorded in parallel, and/or digitized, buffered, 
and written to disk. 

The minimum data-base for each subject activity or patient visit will thus consist 
of a) movement-specific vector sets written directly onto disk*, b) buffered video frames 
selectively written to disk, and c) video cassettes containing historical datastreams 
In variable split-screen and Interlace modes. 

MEDS is a unique juxtaposition of subsystems, each of which was initially engineered 
to stand alone. The successful marriage of the components of these subsystems will be 
facilitated by consultation with eudio-visual , mainframe, auxiliary- and graphics- 
software specialists. Several individuals have offered their expertise in exchange f')r 
thf opportunity to be associated with MEDS, 

Statistical analyses will make feasible the testing of a series of hypotheses 
regarding movement and force. These are expected to range from an initial examination 
of correlations to eventual tests of specific hypotheses exploring possible relation- 
ships of movement, force, prosthesis design, and subject or patient outcome, Statis- 
tical tools utilized will include software written for the minicomputer, as well as 
batch submissions to the UCLA IBM 370/3033, thereby accessing the BMDP, SPSS and SAS 
statistical packages. Utilization of the IBM 370/3033 is expected to occur when sta- 
tistics are required of a very large data-base, or when specific algorithms are desired 
but are not available on the minicomputer. 

Using MEDS, results of such tests will be easily displayed and communicated to 
other researchers and clinicians. Consider as one example the possibility of mapping 
the Intersection of a series of vectors onto the 35-mil11meter spherical surface of a 
modelled prosthetic total hip. As a controlled subject or patient activity occurs, 
the sequential change in orientation of the resultant force-vectors would be mapped 
pixel by pixel on the surface of the model, while vector amplitudes would be represented 
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by corresponding changes In pixel hue, with warmer colors representing greater ampli- 
tudes. Thus, activity-specific schematics with normal displacement and amplitude 
changes could be recorded, and Incremental deviations from normal distributions would 
have useful prognostic value, 

MEDS extends the traditional range of clinical evaluation tools, MEDS allows 
the clinician to visualize force and motion quantitatively, and to actively integrate 
these vector data with corresponding patient activities. Over a period of several 
patient visits the clinician will be able to objectively assess progress both among 
visits and between patients. MEDS will thus serve as a robust clinical tool, providing 
both imaediate feedback and objective longitudinal evaluation, 

TASK DIVISIONS 

The data acquisition and printout system will be developed at jPL. Computer 
calculation of vector components, graphical displays, and associated software for statis- 
tical processing of the information will be carried out at UCLA. 
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E. FACILITIES AVAILABLE 

UCLA Biomechaniics Research Section 

1. Materials test facility, Including an MTS 812 servohydraullc test 
machine with associated function generator, oscilloscope and x-y 
recorder. 

2. Research and development machine shop, 

3. Instrumentation lab. 

4. Minicomputer with color video and digital graphic display subsystem 
(projected Installation August 1980). 

UCLA Center for Health Sciences 

1. Soft tissue histology laboratory with capabilities for transmitted 
light, reflected-llght and SEM R'icroscopy. 

2. Capabilities for paraffin-embedded and plastic-embedded soft tissue 
specimens plus calcified and decalcified bone tissue. 

3. An animal surgical facility with fourteen operating rooms with full 
veterinary supervision of operative and post-operative animals. 

4. A complete animal x-ray facility. 

Jet Propulsion Laboratory 

1. Dynamic Environmental Test Facility 

a. Vibration equipment 

The Dynamic Test Group has vibration test equipment capable of 
testing complete spacecraft as well as small components. There are 
twenty-two electro-dynamic exciters and cne electro-hydraulic exciter 
in this facility. This system is capable of sinusoidal, random and 
shock control . 

b. Mechanical load testing 

The mechanical test facility at present utilizes an MTS servohydraullc 
which can accurately measure materials responses over load ranges 
required for testing of the prostheses. Test speeds are widely variable 
as are the types of loading. Data acquisition Is via x-y plotters and 
storage oscilloscopes. 

2. Fabrication Services 

a. Fabrication services 

The fabrication services section within the Facilities and Fabri- 
cation Services Division is responsible. for providing a wide variety of 
fabrication services to all elements of the Laboratory. The section is 
comprised of machine shops, a sheet metal shop, a welding shop, technician 
fabrication work areas, and will provide fabrication engineering and fabn‘- 
cation Ijaison. The fabrication services section provides a •modern fabri- 
cation facility which has pioneered many significant advances In aerospace 
fabrication technology. 
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b. Special projects shop 

All aspects of custom apparatus fabrication are provideo’ In this 
shop; prototypes, developmental models, R&D work, flight-type mechanisms 
and parts. Sketches and other records can be produced as the job progresses 
so that the final design is more easily documented. 

c. Plastics lab 

This lab offers plastics application services for both flight and 
non-flight needs. These services include encapsulation of modules, impreg- 
nation and encapsulation <??f transformers, bonding of boards, components and 
conformal coating of printed circuit boards. The requestor rnay work directly 
wUh the plastics technicians in development work or furnish complete docu- 
mentation for a flight-certified job. 

3. Spacecraft Radio Hybrid Microelectronics Laboratory 

The Spacecraft Radio Section, Hybrid Microelectronics Laboratory is as a 
clean room facility for the fabrication of microminiature hybrid radio assemblies. 
The room, with its horizontal laminar air flow, is divided into two sections. 

The first room is used for photolithographic substrate patterning and microscopic 
inspection, while the second room is used for component storage and assembly 
processes. Discrete electronic parts including integrated circuits are assembled 
into cerumic submodules using a combination of space-qualified techniques. The 
submodules along with the larger- discrete and adjustable parts are then assembled 
via batch reflow soldering into module assemblies which represent a functional 
block, such as a biotelemetry assembly. 

4. Mechanical Instrumentation Facility 

This lab bas complete facilities for mounting and wiring foil and semicon- 
ductor strain gauges. The group supports pre-flight testing of mechanical mock-ups 
of space-flight systems and some in-flight hardware. 

5. Leak Test Facility 

This lab has equipment for measuring the degree of hermeticity of sealed 
component parts, submodules and complete electro-mechanical assemblies. The 
facility provides capability of both gross and fine leak measurements through 
helium mass spectography. 
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The undersigned agrees to accept responsibility for the 
scientific and technical conduct of the research project 
and for provision of required progress reports If a grant 
is awarded as the result of this application. 
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Ileen Stewart 
Executive Secretary 

Applied Physiology and Orthopaedics Study Section 
Division of Research Grants 
National Institutes of Health 
Bethesda, Maryland 20205 

Dear Ileen: 

Thank you for your letter of July 15, 1980, requesting additional 
information concerning our grant application AM 27836-01 entitled Total 
Hip Implant - Biotelemetry. This letter is written in response to the 
questions raised by the Study Section. In the five months since sub- 
mission of our proposal, progress has been made on our system, and we 
have adcjitional information concerning a prototype design and power in- 
duction system. I believe this new material will help to answer some of 
the questions of the study section. Enclosed are seven preliminary 
drawings describing a prototype implant configuration and two photographs,. 
Five sets have been provided for the reviewers. This material is item- 
ized in reply. For convenience, I enclose a copy of your original letter 
in which I have attempted to identify twelve specific items which require 
a response. We will address them in the order presented. 

1. Location of the Induction Pick-Up Coil 

There are a number of factors which determine the position of the 
pick-up coil. First, the coil must be external to the implant since any 
surrounding metal would prevent power induction. Second, it must be 
wound around the implant at a location compatible with the position of the 
external coil v/orn around the patient's leg— a requirement which argues for 
distal coil placement. The coil will be isolated electrically from the 
stem by a thin-walled delrin bobbin (see Detail C - coil assembly). 

Another thin-walled delrin shield covers the coil, and an end-cap is screwed 
onto the metal stem tip to protect the feed-through. It is possible that 
the localized stress distribution near the delrin-cement interface may be 
altered by the reduced section of the stem tip and the presence of the coil 
with plastic cap. However, we feel that this effect would be of minimal 
risk to the patient with our current cement techniques, In the early days 
of total hip replacement, distal loosening of the stem accompanied by acrylic 
cracking was a somewhat rare occurrence. Our new cement techniques include 
plugging of the distal canal, controlled blood ooze at the interface by 
either hypotensive or epidural anesthesia, thorough irrigation, pulsating 
lavage under direct fiberoptic light visualization, early insertion of 
acrylic with containment and pressurization by vigorous finger packing 
through a rubber sheet which seals the proximal opening in the femur. When 
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x~rays of patients who have received implants with this technique have 
been analyzed, distal cement coverage is excellent. In our analysis of 
current x-rays, distal loosening has not been observed. Since our stem is 
somewhat longer than current commercial Implants (with the exception of 
certain revision stems), we believe that good cement filling in the canal 
aboVv. the coil tip will insure excellent stem support and effective stress 
transfer to the cement in this region, diminishing the effect of the rela- 
tively "soft" stem tip. We feel that the addition of the distal coil 
should present a minimal risk to the patient. We intend to verify this by 
our fatique test program on implants mounted in cadaver femurs. Both well 
fixed and distally loose stems will be tested to assure adequate strength. 
Careful inspection of the stem tip will be performed. Distortion of the 
stem cap, evidence of acrylic cracking and loss of hermiticity would be 
indicators of potential problems. In the unlikely event that problems 
should be encountered, design modifications would be considered. 

2. Implant Removal Should Revision be Required 

The outer diameter of the delrin shield is flush with the blended 
surface of the stem, presenting no step or notch for cement locking. The 
end-cap holds the bobbin-shield assembly onto the stem tip. Since the dis- 
tal-stem contour is smooth with no added bulk, no additional difficulty will 
be presented should surgical removal be indicated. 

3. Soft Tissue Radiation Damage 

We agree with the reviewer that the radiation dam.age from the power 
induction system should offer little risk to the patient. Experience with 
inductive charging of cardiac pacemaker batteries plus the animal work 
cited in the proposal leads us to believe the effects should be negligible. 

4. Effect of the Hole in the Stem for Power and Antenna Leads 

The weakening effect of the hole in the stem will be negligible. 
Since it will be located at the neutral axis of the stem, the .125 inch 
diameter hole will reduce the moment of inertia .07/K in the proximal stem, 
,2B% at the upper margin of the coil location, and 5% at the cylindrical 
section where the coil is wound. Tensile bending stresses on the outer 
surface of a v/ell -cemented distal stem have been shown to be minimal by 
numerous strain gauge studies in the literature. We, therefore, do not 
foresee a problem from the central hole. 

Although the prosthesis is slightly longer than our current version, 
it is still smaller in size than several current conventional designs, in- 
cluding the Buck-32 and large stem Mueller designs. Even though there is 
increased length should revision be required, v;e do not believe that there 
is any additional risk to the patient using our current revision techniques. 
We, in fact, have successfully revised 25 mm stem lengths using special 
high speed burrs and image control without penetrating the femoral cortex. 

5. Material Choice for the Stem 


Onl^ two of the currently available implant materials are machinable. 
These are Ti 6 A14Vn and 316 LVM s.s. Both are very tough to work and have 
advantages and disadvantages. It is true that 316 s.s. T-28 prostheses have 


C-2 


2 - 



undergone fatigue failures— normally for heavier patients who have had 
decreased proximal cement support (cantilever fatigue mode). Zimmer USA 
has indicated that the 1% inch diameter bar stock used for the T-28 pros- 
thesis has a yield strength of approximately 60,000 psi. A 43° bend is 
made in the fabrication process to establish the 137° neck-shaft angle. 

The 316 s.s. which we had considered has a yield of approximately 45,000 
psi in the form of a 1% inch thick flat plate. The implant would be 
machined totally from this plate with no bending during manufacture. 
Therefore, no residual stresses, other than those from normal machining and 
cold-rolling will be present, 

The titanium alloy is considerably stronger than 316 s.s. and is 
also available in inch flat plate (yield of 110,000 psi). The 316 s.s. 

costs approximately $3. 50/lb while the Ti 6A1 4Vn is about $40/1 b. The 
titanium alloy has a modulus of about 50X that of steel, which would per- 
haps be of theoretical benefit in off-setting the greater size of the stem 
to maintain stem flexibility. One possible reservation in the use of this 
material might be the bearing properties against polyethylene in the 
presence of acrylic debris. Tests in our laboratory with this alloy have 
indicated a potential problem in terms of severe scratching of the Ti 6A1 
4Vn with massive release of metal debris particles. This phenomenon has 
not been observed in removed clinical implants. We emphasize that this is 
3 potential clinical problem, but not as yet an actual one. Clinically, 
we have not observed this scratching. We have implanted thirteen Tivanium 
T-28 femoral components in patients requiring exceptional metal strength or 
who have a suspected cobalt sensitivity. One of those has been removed and 
the wear surfaces show no excessive scratching, although acrylic debris was 
not found in this cup. Our current technique dictates that all acrylic 
be carefully trimmed from the bone margins so that acrylic dislodgement due 
to loosening or dislocation would be a remote possibility. 

At the time of the initial grant application, 316 s.s. was specified 
as the material of choice because (1) it was readily available in the form 
required, (2) it could be welded reliably, (3) the glass-metal headers at 
the stem tip we>*e available in 316 s.s. from a vendor which JPL had dealt 
with. We have since verified that our welding subcontractor can weld 
Titanium alloy and an alternate vendor has been located to produce the three 
pin headers in Titanium alloy on special order. Therefore, there is no 
reason why Titanium alloy cannot be used for our implant. 

Both materials are acceptable in terms of biocompatibility perfor- 
mance. In terms of mechanical performance, the Titanium alloy has over 2>s 
times yield strength of 316 s.s. and undoubtedly superior performance in 
terms of fatigue loading. However, if the stem cross-section is large and 
the bending stresses low, the 316 s.s. will also have acceptable mechanical 
performance. The configuration of our first prototype implant is shown in 
the accompanying drawings. An aluminum model has been machined out of a 
solid block of material for implant trials in a number of cadaver femurs. 

The stem cross-section is slightly larger than revision stems in clinical 
use at UCLA and a patient with a somewhat larger than normal femoral canal 
will be needed for the clinical implantation. At the proximal section of 
the stem where the bend begins, the area moment of inertia of the cross- 
section is 2.5 times greater than the extra-large stem T-28 rirosthesis which 
is fabricated from 316 s.s. At the lower level of the protype stem near 
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the tip of the Induction coll, the ratio Is 1.6. There have been no re- 
ported stem failures of the extra-large T-28 prosthesis, nor of the revi- 
sion prosthesis In clinical use at UCLA and other centers since 1971. 

Although we feel that 316 s.s. wou'(d be satisfactory for our appli- 
cation In the 'mplant configuration proposed, we can also appreciate the 
reviewer's sug^ 5 t 1 on that a stronger material be used to reduce the possi- 
bility of mechanical failure of the Implant. At the present time, two 
prototype Implants In the configuration shown In the accompanying drawings 
are being machined In 316 s.s. for preliminary evaluation. The twelve units 
for mechanical testing v-zill be machined from Titanium alloy. If the mechan- 
ical performance Is satisfactory, this will be the material of choice for our 
clinical Implant units. One additional advantage of the Titanium alloy Is 
the reduced modulus of elasticity which should give us approximately twice 
the strain signal for each gauge when compared to 316 s.s. The lower modu- 
lus Titanium alloy will help to off-set the increased cross-sectional size 
of the stem In maintaining stem flexibility. It Is also possible that the 
stem size can be reduced with the higher strength material allowing wider 
range for patient selection. 

Because of the Increased cost of the Titanium alloy, we will need to 
Increase our supplies budget by $5,500 to cover the added expense for Implant 
fabrication. 

6. Effect of Stein Size on Stem Stress 


Finite element analyses of the wel 1 -cemented femoral total hip com- 
ponent have suggested that a stiffer stem will carry a greater portion of the 
hip load. Although 1n some Instances the stress in the stem may increase 
slightly for certain configuration, the stem stresses for a well-cemented 
component are relatively low, as our strain gauge studies and those of 
others have shown. Fatigue failure of well -cemented and well -supported 
stems is rare; now failures are associated with loosening and cracked acrylic. 

One advantage of a stiffer stem (well -cemented) is the fact that acrylic 
stresses are generally lower. We feel that lower acrylic stresses are de- 
sired since the margin of safety of this relatively weak, brittle material is 
much less than that for the metal component. Cement failure is usually the 
first weak link in the chain of events leading to stem failure. The stiffer 
stem may help to prevent this occurrence. If loosening should occur, the 
larger stem will be more resistant to fatigue in the unsupported (cantilever) 
fatigue mode of stem fracture. 

7. Efficiency of the Power Induction System 

The induction system is not a weak link in our project plan. Since 
the submission of the grant proposal application, several design modifications 
implemented 1n the power induction system have resulted in significant Improve- 
ments to induction power transfer and overall system efficiency. These design 
improvements include; (1) a flat-wound (single layer) primary Induction coil, 
(2) hi Q resonating and coupling capacitors, (3) a replacement drive transis- 
tor more suitable for high current coupling to the induction coil and, (4) 
decoupling of the secondary coil from the stem with a Delrin dielectric sleeve. 

A fully operational 316 s.s. mock prosthesis (shown in the attached 
photo next to the aluminum prototype model) with these modifications imple- 
mented v/as tested in a fresh cadaver leg to determine Induction power transfer 
efficiency and external coil placement sensitivity. The mock implant stem is 
shorter than the stem of the prototype design. In order to assure that the 
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coil would be located in the correct position within the fetnoral canal, 
the proximal femur was cut off shorter to permit proper stem tip placement. 

In the ccompanying photo, the mock implant is in place in the bone, and the 
aluminum prototype is held in the approximate position it would occupy with 
respect to the normal anatomy. The external coil is shown in the optimum 
position centered over the pickup coil. The cap of the mock implant has 
been removed and two leads for induced voltage measurements were connected 
to a digital voltmeter. 

In the optimum coil position shown, a rectified voltage of 19,8 v 
DC was obtained with an induction coil DC power of only 4.8 watts. This 1$ 
a tremendous improvement over our prior system which required 30 watts to 
achieve the minimum 10.3 volts required for system operation. Position 
sensitivity sbouTcl not be a problem: 16.-0 volts was measured with the coil 
displaced t 3.5 inches from the optimum position shown without additional 
primary power. Based upon these test results, we have great confidence that 
the induction system will perform as desired. Two circuits remain to be 
designed, the oscillator stage and the buffer, which should require less 
than Z watts. Therefore, it is estimated that the induction system will con- 
sume a total of 6 watts of DC power at 12 volts v/hicb is well within our 
design goal of 10 watts. A portable battery pack system will also be develop- 
ed for clinical use. 


The fully operational prosthesis complete with telemetry and opera- 
tional power induction and R.F. antenna coils was tested in a 4 liter water 
bath to test system functions in a simulated implant configuration. Ffi trans- 
mission tests of the 89 MHz received RF signal level showed an additonal loss 
of only 4 dB with respect to a comparable test in free air at a distance of 

^ I I w(ii uaua uiic ^ApcCv^u vufimiMiM VP !U I Qii uciH rai^lU 

was calculated to be 39 dB. With the signal to notse ratio of 39 dB, the 
error voltage of the communications link is calculated to be only 1,12^ RMS. 

This places the overall error of the reconstructed telemetered force vector 
at approximately 10". We hope to reduce this error to about with further 
system refinements. 


8. Strain Gauge Configuratio n 

Eight semiconductor strain gauges are mounted on the inner surface 
of the prosthesis neck exactly one inch down from the center of the ball. 
Vertical and horizontal pairs of gauges are wired to measure bending moments 
in these tvio planes directly. Four additional gauges equally spaced between 
these bending gauges are averaged to read the force component acting along 
the neck axis. The signals from these four gauges are telemetered individu- 
ally and provide redundancy in case of failure of one or more of ‘•he bending 
gauges. Failure of any one of the four axial gauges would still allow calcu- 
lation of the axial component by averaging, the remaining opposed pair. We 
have given the placement of gauges careful consideration and believe our con- 
figuration to be the most accurate and reliable means for measuring the three 
vector components of the hip force. Preliminary calibration indicated that 
we could telemeter measurements of applied force to an accuracy of 9^, which 
is excellent for our clinical application. A complete and thorough load cali- 
bration will be performed for each implant manufactured, 

9. Project Phases 

Based upon our preliminary work and three years of development in 
this project, we do not foresee any insurmountable barriers and in fact we 

believe the project is “doable". As we made clear in the first paragraph of 
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our specific aims, the project will proceed in two phases. The first 
phase (two years in duration) will be directed towards finalization and 
testing of an implant design, and the collection of test data for presenta- 
tion to the human subjects protection committee. It is at this point in 
time that the NIH can judge whether we have a viable project worthy of con- 
tiwation. We have attempted to anticipate the type of data required for 
hU'fei^n use approval, and we are confident that we will be able to demonstrate 
that the implantable units will not leak or break and, therefore, present 
minimal additional risk to the patient. As stated in our aims, a follov/-up 
proposal will be forthcoming at the two year point, in which we will request 
funds for clinical implantation studies. 

In terms of the present proposal, at the end of the first year, com- 
pleted tasks will include finalization of the implant design and a complete 
calibration of the load cell, completion of the electrical tests of the 
power induction system, and design of the recovery antenna. Tasks to begin 
in Year 01 and to be completed in Year 02 will be the mechanical testing? 
hemiticity testing, biocompatibility testing, development of a portable oscil- 
lator and battery pack, fabrication of a de-multiplexer and development of 
the data recovery and display system. 

10. Human Use Approval and the HIT Experience 

Human use approval for this project is not guaranteed at the present 
stage of developent. At the end of our two year project period, we believe 
that approval will be granted. We plan to submit our research plans to the 
committee very early on in our test program, and to feed them data as it is 
accumulated. We will work closely with the committee and ‘respond to any 
suggestion or requirements that they might present during the course of the 
test program. In this manner, we will answer any questions raised before 
completion of our tests to avoid any last minute delays that could set back 
the clinical implantation phase. 

We are painfully aware of failure of the MIT group to achieve surgi- 
cal implantation of their prosthesis. We realize that their project has been 
funded for many years with low yield. We might anticipate the criticism that 
if MIT could not do it, why do UCLA and JPL believe they can? We respond to 
this question in the following way. First, the MIT Implant was a herai- 
arthroplasty and ours is a total hip. The MIT prosthesis was designed to measure 
interface pressures at the articular cartilage surface. In order to do this, 
the wall thickness of the ball was drastically reduced at the locations of 
the pressure transducers. We have heard that outgassing at the sites of these 
thin diaphragms was a problem. Another problem with their design was the seal 
at the stem tip, which was mechanical in nature with a series of snap-rings. 

Our distal seal will be welded and utilize a type of thermal compression 
bonded glass-metal feedthrough which is common for aerospace applications 
where hermetic seals are required. Another reason for delay of their project 
was the necessity to wait for a suitable patient with exactly the right ace- 
tabular size to accept their implant. Since our implant is a total hip, the 
available patient population is greatly expanded. The UCLA-JPL power induc- 
tion system is much more efficient, and the telemetry package more compact 
with far less power requirements. JPL is an acknowledged leader in micro- 
circuit design and fabrication. Years of experience in producing space-flight 
hardware will assure proper functioning of the implantable units. UCLA is a 
total hip replacement center for the metroplitan Los Angeles area. Many con- 
tributions to the field have come from the UCLA Biomechanics Research Section. 
UCLA and JPL are 35 minutes apart by auto. We have established an excellent 
working relationship together. We are confident the project can and will be 
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completud as outlined, 

11. Value of the Retrieved Data 


This data will be the first in- vivo loading information from a 
total hip replacement. Even if only one patient implantation were to be 
achieved, the information will be invaluable. Direct measurement of hip 
force with walking aids, casts and modified gait patterns will give relative 
measures of the effectiveness of these changes. Validation of mathematical 
models of the hip using force plate inputs will also be a real possibility, 
for each individual patient. We believe the retrieved data will have general 
use, even though a relatively small sample size is planned. 

12. Budget for UCLA Portion of the Project 

Tasks to be performed at UCLA Include: 

a. Implant design modifications, trial implantations, development 
of surgical instruments for implantation, coil tip design im- 
provements. 

b. Biocompatibility testing - animal management, specimen insertion 
and retrieval from dogs, histological analysis. 

c. Mechanical Test Program - 

1. Design ot mechanical test fixtures. 

2. Complete strain gauging of the steins of two units to be tested 
in air, analysis of strain gauge data. 

3. Fatigue tests of five sealed units in saline with full 
monitoring of gauge outputs during testing. 

4. Secondary seal tests of two units in saline with periodic 
sampling of leached out solutes. 

d. Development of the Data Analysis and Display System. JPL is 
scheduled to provide a de-multiplexer and FM recording with 
oscilliscope display of discrete gauge outputs. UCLA has the 
task of synthesizing the signals in numerous combinations 
(including alternate redundant modes should gauge failures occur) 
to allow convenient video display. Extensive software development 
will be required to project graphical displays of force vectors 
with slow-motion video overlays of patient activities. Additional 
development of special statistical analysis routines will be 
needed for interpretation of the tremendous volume of data to be 
recorded. 

We feel that the budget requested is modest for the UCLA tasks involved. 

Strain gauging and analysis of gauge outputs are time consuming tasks. 
Fatigue testing demands constant attention and periodic monitoring as problems 
are normally encountered as our past experience has ’shown. Each implant will 
undergo a full calibration at UCLA before fatigue cycling, and after test 
completion as well. Two engineers at 5055 time (K.L. Harkolf and A.H, Hodgson) 
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v/ill oversee these tests. 


Machining of the implants is a painfully slow process since great 
precision is required, the material is tough to work, and a large volume 
of metal is machined away from the "hogging out" process. Prototype fab- 
rication has proceeded at only half the rate we had initially anticipated. 

In addition to twelve prototype implants, we will need to design and fabri- 
cate fatigue test fixtures. A machinist at 50 vt! time has been budgeted. 

This is an extremely conservative estimate for the required. 

The data reduction and computer display are an integral part of 
this project and will involve extensive software development as outlined, 
Ine reviewer misunderstood our intent here: UCLA v/ill not merely apply data 
atq.: :it1on and print-out systems developed by JPL. UCLA will take the raw 
data (as provided by the JPL receiving console) and synthesize it to a use- 
ful form for convenient clinical interpretation. A 50% effort of Dr. Larry 
Mai will be needed for this task. Again, this is a modest request for a 
formidable test. 

The remaining personnel are necessary for fiscal and administrative 
management, and preparation of materials for publication and reports. The 
animal histology will be covered in the dog costs. 

We appreciate the opportunity to respond to the reviewer's comments. 
We hope that the information provided will answer the questions raised. If 
there is any additional information you or the study section members should 
require, we would be most pleased to provide it for you. 

Sincerely yours, 

Keith L. Markolf, Ph.D. 

Adjunct Associate Professor 

his 

Harlan C. Amstutz, M.D. 

Professor and Chief 

Division of Orthopaedic Surgery 


KLM:HCA:cd 

Enclosures: Copy of original letter dated 7/15/80, 7 drawings, 2 photographs 
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DEPARTMENT OF HEALTH, EDUCATION. AND WELFARE 

PUBLIC MCAUTH BCr?VICf, 

NATIONAL (NSTITUTC.3 OF ML'ALTH 
WETHE50A. MARYUAHD 20J3S 

July 15, 1980 
Re: AM 27830-01 


Dr. Keith L. Markolf 
Adjunct Associate Professor 
of Orthopedics 0 Biomechani.cs 
Departjnent of Surgery 
University of California 
405 liilgard Avenue 
Los Angeles , CA 90024 

Dear Dr. >fcn*lcolf: 

\Vlien the Applied Physiolog)'- 0 Orthopedics Study Section met in June, 
they deferred action on your applicatiai , AM 27836-01, until additional 
information caild be obtained. I am witing now to request this .information. 

llie first problem area that reviewers met was the lack of specifics 
about tlie design of the implantable telemetering device. Ihey felt 
that the entire system was very sophisticated, but were concerned about 
certain design aspects. Let me quote fran various reviews. 

"The technique carries witii it sane practical problems as well as sane 
theoretical ones. The choice of location point for the pick up coil 
is a very important one. If the coil is wapped around the iiiplant stem 
then there may be considerable alteration in the stress distribution 
between the stem and the bone when tlie structure is imbedded in methyl- 
methvacrylate. Tliis alteration would have unknown consequences and would 
be an additional risk to the patient. In addition, any bulk added to 
the distal tip of the stem would make removal of the implant extreirsly 
difficult in case of infection or other implant/explant situations, 
hhile the effect on soft tissue of a radiation field is probably mininuil 
and, indeed, because of the time duration of the .radiation the effect 
on bone is probably minimal, there is still some very small but finite 
risk associated with that type of radiation. However, that risk probably 
would not be sufficient to inf.luence the use of this t;;^e of technology 
to power the telemetry device. Tl;e most substanti.al risk in the proposed 
prosthesis is the design of the stem. Tlie investigators are proposing 
to use 316 stainless steel as the material and to have holes v^ithin 
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Dr. Markolf 
July 15, 1980 
Page 2 

the structure to allow the passage of both the antenna wire which will 
emerge from the tip of the prosthesis and the pow’er coil which must also 
be attached to the tip of the prosthesis. At the current time stainless 
steel devices are not among the safest design and material choices for 
the orthopedic surgeon. Difficulty with several of these devices is 
well-knom and has been documented in the literature, Botli the design 
of the stem, in that it contains internal cavities, and the choice of 
316 as a structural material are probably independent and it is therefore 
possible to change the material choice without grossly altering the 
design considerations. It is interesting to note that the Ziiraner 
Corp. has withdrawn from sale their most popular stainless steel stem, the 
one that is specifically referred to in this proposal, the "T28." 

This stem was known to undergo fatigue fractures without any associated 
loosening of the cement. Stainless steel, as a material, is more prone 
to fatigue damage than some of the other available impltmt materials 
and would actually represent a regression in the state-of-the-art 
should it be used as the material of choice for this prosthesis." 

"The concept of making the stem larger in cross -sectioi’i diameter so as 
to afford greater strength has its counterpart in the orthopedic 
literature. A larger stem produces stiffen structures and stiffen 
structures will share a greater portion of the load in the composite 
system. Therefore, based on analyses which have appeared in the literature 
increasing the cross-sectional size of the stem may not necessarily 
decrease the stress to that stem. Indeed, there are certain configurations 
where the stresses will actually increase. The main problem is the lack 
of specific design information and design configuration for the proposed 
implant," 

"The induction system is a weak link in the system and appears to need 
the most development. ^If the efficiency of this component cannot be 
substantially improved it could prejudice the entire project. Consequently, 
improvement of the induction system should be the first priority of the 
project. If satisfactory induction of power is not possible, the rest 
of the development is useless." 

"An analysis of signal reception, in a realistic environment which more 
closely resembles the intended use condition, would be useful. It ‘should 
be determined tlmt overall accuracy from the system mil provide suf- 
ficiently acairate strain data under such conditions. It should also 
be determined that the present strain gauge configuration will provide 
the optimal data output to answer the desired questions. It would be 
a shame to construct such a complicated device and fall short of cptimal 
data collection." 
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Dr. Max’kolf 
July 15, 1980 
Page 5 

"Due to the expense of the project, definite milestones (phases) and 
decision points should be placed, so that the project could be terminated 
if an insurmountable ban:ier is reached or if there is any doubt as to 
the eventual liLunan application. Such a phased approadi could prevent 
production of an extremely expensive laboratory curiosity." 

"On the negative side, there is no assurance that an approval for 
impltmtation could be obtained fraii a Human Investigation Conmuttee. 
Although the design modifications that relate to the size of the ball or 
size of the prosthetic stem do not represent significant cliangcs in 
terms of the current state-of-the-ai't, there are procedures that could 
increjise the risk of failure in a permanent hiiplant. Ihese include the 
machining required to place electronic components, and the need to 
decrease some initial dimensions, the presence of seals and other 
necessary modifications. A program at M.I.T,, similar in principle, 
lias been undenvay for many years and has not yet reached the state of 
clinical imp] antation. ' ' 

"Tlie eventual implantations will be by force, limited to a very small 
muuber of subjects, and there idll be considerable variability from 
jiatient to patient detracting, to some extent, from the value of the 
information." 

"An i!T 5 Dortant point is the cost of tliis program. A great deal of work 
is to be done at the Jet Ihropulsion Laboratories. According to the 
proposal, the specific tasks tliat will be acconplished at UCLA are quite 
limited. Tney include the manufacturing of 12 prototyiie prostheses, 
structural tests in two units in air and in five units in saline, and 
secondary seal tests in dogs. A total of six animals is planned witli 
multiple iiiplants in each. UQA will also apply data acquisition and 
print -out systems developed by JPL. Does this amount of work require 
two and one-lialf full-time equivalent persons and tlie large budget 
reported for UCLA?" 

If you could respond to the above comments in whatever detail is required, 
we would be most appreciative. I will need your reply by mid-August 
at the latest. Tliank you. 



ncerely yours^ 





Ileen E. Stewart 
Exeaitive Secretary 
Applied Physiology 8 Orthopedics 
Study Section 

Division of Research Grants 


NASA-JPt.-Con>t . I A Galil 
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